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Re: Revised reports: Region 6 Glycols Report (120501 0--Posted June 15, 2012 & File 1205011 FINAL 
R33907 06 20 12 1601. pdf 

The report on the Dimock Verification/Completeness Check for file 12SF11 0 Final (12050 10 Region 6 Glycols Report) 
was reviewed and with the correction noted below is acceptable. 

The report on the Dimock Verification/Completeness Check for file 1205011 Final R33907 (R3 Report) was reviewed and 
with the correction noted below is acceptable. 

Cynthia Caporale, Chief 
OASQA Laboratory Branch 
U.S. EPA Region Ill 
Environmental Science Center 
Fort Meade, MD 
(41 0) 305-2732 
Fax: (41 0) 305-3095 
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Revised reports: Region 6 Glycols Report (1205010--Posted June 15, 2012 & File 1205011 FINAL R33907 06 20 12 

1601.pdf 

The attached are revisions of previous memos. 

1. For the Region 6 glycols report: Item 5 was changed from the low level ending calibration check (2 ug/mL) to the 
low level ending calibration check (5 
2. For the Region 3 report (File 1205011): Item 5 was change from 4.85U for sample HW63z to 38.8U for sample 
HW63z. 

r-·-·-·-E-x~·-4·-:·csi"-·-·-·-! 

L[affacfime-nf"S"ERAS-172-DSR-071512_65(rev.).docx" deleted by Cynthia Caporale/ESC/R3/USEPA/US] [attachment 
"Dimmock 070512_63.docx" deleted by Cynthia Caporale/ESC/R3/USEPA/US] 

DIM0099692 DIM0099692 


